GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

GUTH P/N

29.5°C-38.5°C

GU-4300-DT

SIN 30Z/73

RECALIBRATION DATE 3 -3¢0) -0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

T TEMPERATURE ) | . DIGTTAL | 1 DIGITAL | g
BATH TEMPERATURE (°C) | 1 e RMOMETER READING DATE
S/N 074857
30.00 3. 00 SO.00
34.00 F7.00 39-00
37.00 37.00 32. 00

Approved

Tested by/@ 7{ (%Z

Date. 33~ 00

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTH P/N GU-4300-DT

SIN 09/ 302

RECALIBRATION DATE 3-30 -O/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

| 11\)4112;1%% DIGITAL TEST
BATH TEMPERATURE (°C) | rppeviomerer | THERMOMETER |
S/N 074857 READING
30.00 3C. 00 30,00
34.00 3% 00) 3400
37.00 37.00 3700

Tested byf;}j) % ‘7\/

Date. T -3 -0

Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN_0%/ 800

RECALIBRATION DATE & -3/ O/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

o | DIGITAL | DIGTAL sy
BATH TEMPERATURE (°C) | ppee s OMETER READING DATE
S/N 074857
30.00 30.00 30,00
34.00 T OO JE, HO
37.00 300 37.00

Tested byﬂﬁ, 7& 9</

Date_ "X ~50 ~0O0O

Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

GUTH P/N
SIN Q% 793

RECALIBRATION DATE

29.5°C-38.5°C

GU-4300-DT

- so—
PN
C2 WD

F0-0f

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

MASTER

DIGITAL
BATH TEMPERATURE (°C) | o, DIGITAL | THERMOMETER | V00
SIN 074857 READING
30.00 0. 00 30.00
34.00 534.00 34 00
37.00 37.00 37 00

,
Tested by M# 7?7/
o

Date &5 ~3 ~O O

Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTH P/N GU-4300-DT

SIN 9/ 754

RECALIBRATION DATE & Z0) -0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

MASTER

DIGITAL
BATH TEMPERATURE ( °C) THE]l){II\(/ﬂ)Tl\I/?I{:JTER THERMOMETER gf,ﬁ:
S/N 074857 READING
30.00 Z0.00 0. OO
34.00 SECO St OO
37.00 Z7.00 3700

Approved

f
Tested by ;’\/25 7¢ 7§/

Date. S -3 -0

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTH P/N GU-4300-DT

SIN Jg%179S

RECALIBRATION DATE I -30-0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

MASTER

DIGITAL
. DIGITAL TEST
BATH TEMPERATURE (°C) | qore e MOMETER THI*i{l}ZI\:ODlI\I/{IIéTER DATE
S/N 074857
30.00 Z0.00) Z0. 00
34.00 S 60 3% 00
37.00 3700 2700
A\

Approved

Tested by,Qg ). A 2 ;_/

Date S -3 ~ OO

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN_09177¢

RECALIBRATION DATE 3 -3¢ -0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

DIGITAL DIGITAL | 1oy
BATH TEMPERATURE ( °C) THERMOMETER THERMOMETER DATE
S/N 074857 READING
30.00 S0.00 30.00
34.00 <0 St 00
37.00 BT Y 37200

Tested by p/b% 9\/

Date. 3T -3-~00O

Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN J%/787

RECALIBRATION DATE & -30 -0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

MASTER

DIGITAL
BATH TEMPERATURE ( °C) THEII){I%)TQ]{{TER THERMOMETER gﬁ‘}:}
S/N 074857 READING
30.00 30.00 30.00
34.00 3200 3400
37.00 3700 37200

Approved

Tested by //A ?(7 %/

Date_ < -3 -0

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN 09/ 798

RECALIBRATION DATE JI-30 -0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

o | DIGITAL | DIGAL gy
BATH TEMPERATURE (°C) | ppee M OMETER READING DATE
S/N 074857
30.00 30.00 3. 00
34.00 OO0 G AT
37.00 200 I72.00

Tested by L 74 W
Date_ 3~ 5~ O
Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN_091797

RECALIBRATION DATE 3-3/-0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

MASTER

DIGITAL
o DIGITAL TEST
BATH TEMPERATURE ( °C) THERMOMETER THF;:{EI\:ODII\I/{IF(Z;TER DATE
S/N 074857
30.00 3. 00 SO 00
34.00 S OO St 01O
37.00 3200 37 00

Approved

4
Tested by 4;J),74/ 9\/

Date S =S ~OO

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

GUTH P/N

29.5°C-38.5°C

GU-4300-DT

SIN_ 99130/

RECALIBRATION DATE  Z-30-0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

BATH TEMPERATURE ( °C) THERMOMETER THERMOMETER DATE
S/N 074857 READING
30.00 =00 S0 00
34.00 3400 SE OO
37.00 3700 700

Tested by?ﬁ, % ‘7"‘/*

Date 3-3 ~0OO

Approved

Date




GUTH LABOTATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

GUTH P/N

SIN_0R270%

29.5°C-385°C

GU-4300-DT

RECALIBRATION DATE [ /]8/03

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

M | o [
BATH TEMPERATURE (°C) | ppooIOMETER THFll{l:ZI\:ODII\I/EIIéTER DATE
S/N 300905 ,
30.00 20.c0 30.00 //18/oz.
34.00 249,00 234.00 /15102
37.00 37.00 =277.00 [/18/0Z
Tested by d//'jp

Date_| /1§ /200

Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN X2 768

RECALIBRATION DATE _ /- /(- 2007

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

MASTER

DIGITAL
BATH TEMPERATURE (°C) | 1rnamiOMBTER THERMOMETER e
S/N 300905 ‘
30.00 30.50 ZO. 00 /-1 -
34.00 34 0O TG OO /-0l
37.00 = (0 37,00 [0~ OF

Tested byr,}/b , 74 C)(/

Date  /~/{~Z00]

Approved

Date




GUTH LABORATORIES, INC.

REPORT OF CALIBRATION
GUTH-EUTECHNICS DIGITAL THERMOMETER

GUTH P/N

29.5°C-38.5°C

GU-4300-DT

SIN 2¥370%

RECALIBRATION DATE /‘aZ/:(/Q 77
a4

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.

AT TEMPERATURS (G | . DIGITAL | 1 DIGHAL |y
TEMPERATURE (°C) | pyppVOMETER EADING DATE
S/N 074857
30.00 ). 00 C 2¢1. S0 C wi/a/5 5
34.00 Bt 00 ¢ 3400 ¢ LS5
37.00 27,00 - 27000 uj /-/6/71’ A

Tested by d/ﬁ // @f/

Date__ /

&

V?A’/;’/
o7

/ ,
Approved 7/ /( 5‘§/

Ny
Date /*"'A //‘/“/7
/7 //




